Measurements of greenhouse gas (GHG) fluxes, particularly methane (CH 4 ) and nitrous oxide (N 2 O) in mountain ecosystems are scarce due to the complexity and unpredictable behavior of these gases, in addition to the remoteness of these ecosystems. In this context, we measured CO 2 , CH 4 , and N 2 O fluxes in four semi-natural pastures in the Pyrenees to investigate their magnitude and range of variability. Our interest was to study GHG phenomena at the patch-level, therefore we chose to measure the gas-exchange using a combination of a gas analyzer and manual chambers. The analyzer used is a photoacoustic field gas-monitor that allows multi-gas instantaneous measurements. After implementing quality control and corrections, data was of variable quality. We tackled this by categorizing data as to providing quantitative or only qualitative information: 50% and 59% of all CH 4 and N 2 O data, respectively, provided quantitative information above the detection limit. We chose not to discard data providing only qualitative information, because they identify highest-and lowestflux peak periods and indicate the variability of the fluxes, along different altitudes and under different climatic conditions.
Method details
To investigate the patterns of greenhouse gases (GHG) in extensively managed semi-natural grasslands in the Eastern Pyrenees, we measured vegetation and soil fluxes of CO 2 , CH 4 , and N 2 O from four grassland locations along an altitudinal gradient in the Eastern Pyrenees (Fig. S1 in Supplementary material). The locations are in remote mountain areas, with neither practical possibility of connection to the electrical network, nor capability for storage. The fluxes were measured intermittently during 2012 and 2013 with a portable gas-exchange system. Two of the four locations (BERT1276 and CAST1850) were equipped with eddy-covariance towers which provide continuous recordings of the photosynthetically active radiation (PAR), air temperature (T a ), and soil water content (SWC) and thus describe the seasonal patterns and give a temporal context for the GHG flux campaigns, which covered the growing season. The altitudinal gradient is clearly reflected in the air temperature, with sites going from warmer to cooler with altitude. In the sites with SWC data, the low-altitude site presents the driest soil. Note that in 2012 there was a rather intense drought period that affected also the highest-altitude sites.
System setup
We used a self-assembled portable gas-exchange system to perform in-situ field surveys. The use of PAS seemed to be a good alternative to do multi-gas concentration measurements due to its relatively high portability, ease of use, and low energy consumption [1] . The potential of this technology has been contemplated in a number of reviews of GHG chamber-based measurements [2, 3] . The system consisted of a cylindrical chamber (20 l nominal volume), connected to a multi-gas analyzer through Teflon tubing. The chamber was made of uncoated transparent methacrylate that was darkened when needed with a reflective cover manually placed on its top (see details of the set up in Fig. 1 ).
We measured all gases simultaneously with a photoacoustic spectroscopy (PAS) analyzer (INNOVA 1412, LumaSense Technologies, Denmark). PAS has a measurement cycle that implies intermittent air flow from the chamber. The cycle starts by drawing air from the sampling point in order to flush the old air in the system and thereafter obtain a sample of fresh air. When the required volume of the sample is reached, the flow stops. From this, the concentration of the desired gases is consecutively determined inside the cell of the analyzer. The sample is irradiated in a modulated way to produce intermittent expansions, which can be detected photoacoustically. Each gas of interest is determined separately, as the irradiation is delivered through optical filters with selected wavelengths, and the filters are applied in sequence. The response time depends on the sampling integration and the flushing time defined; which in this study was approximately 60 s including the three gases and water vapor. This implies that the concentration output rate was of approximately one value per minute. The air removed from the headspace including flushing and sampling represents about 1% of the total chamber headspace. The removal happens during less than 10 s, leaving the system more than 50 s to replace the air -which will be homogenized by the small ventilator-before the next sampling volume is removed.
The nominal detection limits of the various gases are: 5, 0.03, and 0.24 ppm for CO 2 , N 2 O, and CH 4 , respectively. Prior to the field campaigns, the PAS was fully calibrated by the vendor [4] and taken into use in a plug-and-play basis with no need for recalibration during use, according to the recommendations of the vendor and as applied in other studies [e.g. 5, 6] . Conforming to the instrument instructions, we used the analyzer in the cross-interference and the water-interference modes, to take into account the cross interference between gases and the interference of water vapor in the measure of gases (for more details on PAS modus-operandi and comparability see Iqbal et al. [6] ).
The chambers were secured to the ground by fixing them to collars that are partially inserted in the soil. The collars were placed into the ground (3 cm deep) two to three weeks before each measurement period, in order to limit any disturbance in the soil prior to sampling. During measurements, the chambers were moved manually between sampling points. Flux measurements were done by placing the chamber around the collar to enclose the vegetation and soil for about four minutes. The chamber was always left open for four minutes before each flux measurement to ensure ventilation of the chamber headspace, and to obtain the values of ambient gas concentrations. We first measured fluxes of intact vegetation and soil under light, then under dark conditions. Afterwards we cut the aboveground vegetation and measured soil fluxes without vegetation and under dark conditions. Despite studies suggesting an increase in methane emissions [7] after plant removal, we did not observe any remarkably rising peaks of methane fluxes linked to this sampling effect.
Flux calculations
The flux was computed using the change in gas concentration monitored during the closure. When the chamber is placed in the collar, the plant-soil system is forced into a dynamic state where light, temperature, humidity and gas concentrations change due to the activity of the soil-plant system, which in turn responds to the change. The flux of interest is the rate of concentration change since the time of closure. This should preferably be estimated through a non-linear fitting procedure, as reported extensively [8] and references therein]. In our case, non-linear fitting was challenged by the small amount of measurements per closure, which makes several-parameter fitting spurious [9] . In Fig. 1 . Scheme of the chamber-scale gas-exchange measurement system set-up. The enclosure consisted of (1) a methacrylate chamber (h = 38.5 cm; Ø = 25 cm), (2) a rubber joint at its base to provide sealing at the chamber/collar junction, and (3) a metal collar (h = 8 cm; Ø = 25 cm) installed 3 cm deep in the soil. The chamber was equipped with (4) monitoring of the internal air temperature with thermocouple connected to an AMPROBE multi-logger thermometer TMD-56, (5 and 6) air mixing to homogenize the air in the headspace with a small fan powered by its own battery, and (7) a 20-m long Teflon sampling tube. Air was intermittently drawn at a rate of 1 L per minute (LPM) and passed through an external air-filter before entering the (8) PAS analyzer (9) and being eventually exhausted. The flow rate was produced and determined by the analyzer, therefore there was no additional pump or flow controller. The system was powered by 12 V batteries +12 V-220 V converter (10 and 11). Communication to PAS and data storing was done with a laptop (12) . To allow portability, the equipment was housed on a carriage and it was shaded from direct sun-light to avoid overheating. addition, N 2 O and CH 4 present small noise to signal ratio so that flux values rendered through calculation might not be statistically significant from 0 [10] . Therefore, we used a linear estimation ( Fig. 2 ) to calculate the flux as the slope of the relationship of gas concentration versus time:
where F is the flux in mol/s, V is the chamber volume in m 3 , A is the chamber surface area in m 2 , dC is the gas concentration in mol/m 3 , and t is the time in s. Positive flux values refer to gas emissions to the atmosphere, and negative values represent uptake of the gas by the vegetation and/or the soil. The obtained total measured flux is the net result of all the mechanisms generating a change in concentration in the headspace, that is, fluxes generated by the soil (F soil ) and the plants (F plants ) as well as potential artifacts of the measuring system (F system ); which refer to the error margin that may occur in the system. 
Quality control and corrections
All collected raw data were screened for integrity and outliers. As the examination of the concentration data revealed a remaining interference of water vapor on CH 4 concentration, a correction was applied similarly as in [11] . The slope between the concentrations of these two gases showed an increase of 1.104 per 1 mol/m 3 of water vapor, and this happened at water vapor concentrations higher than 12 mol/m 3 ( Fig. 3) . Correspondingly, the CH 4 value was lowered by a factor of 1.104 proportional to the change in water vapor since the previous measurement.
The overall background noise of the system was assessed from the measurements of the ambient concentration as the standard deviation (SD) over the average. This was also used to estimate the flux detection limit (DL) over 4 min as:
where t is total closure time (in our case 240 s). The goodness of fit of the flux calculation was assessed from the r 2 value.
Temperature and relative humidity increase inside the chamber, especially during CO 2 measurements on intact vegetation, were considered during chamber closure due to their effect on the stomatal behavior of the plants. In general, temperature increased in a range of 2-3 C during chamber closure, reaching up to 5 C in certain measurements days of the hot summer period, and the temperature change was considered during flux calculations. As for relative humidity, our inspection of the water vapor data before and after chamber closure (Fig. 2) showed no saturation of the system. Examples of modified concentrations of CH 4 and N 2 O after the applied water vapor concentrations can be observed in Fig. 4 .
System performance
A summary of the data can be seen in Fig. 5 , which shows the temporal course of ambient measurements to give an overview of the environmental conditions, the sampling frequency and the comparability of the values between sites. It is also of interest to observe the level of ambient gas concentrations. In the case of CO 2 , we can see by comparison with the micrometeorological data that they were about the same level and followed the same temporal patterns (Fig. 5) . The levels of N 2 O were in the order of magnitude of the background atmospheric concentration, 0.2 ppm, although spanning from 0.1 to 0.5 ppm. N 2 O seemed to be higher at the vegetation peak, and decreasing along the grazing season. An opposite pattern was seen for CH 4 , with the lowest concentrations shown around the vegetation peak. The lowest measured CH 4 concentrations were in the range of the background atmospheric concentration, 2 ppm, whereas the highest values were an order of magnitude higher.
The overall background noise of the ambient gas concentrations measurements is reflected by the standard deviation (SD) of the mean, and can be seen in Fig. 5 . We observed certain variability in SD between dates and between sites. Particularly, we detected temporal patterns of SD for all gases, with higher variability at the vegetation peak in comparison to very low variability during the early season or in autumn. This higher range of variability may be attributed to increasing temperatures and higher biological activities and emissions at the vegetation peak. The calculated DL of the fluxes changed according to the variability in the standard deviation. In the case of CH 4 , 53% of all measured fluxes exceeded DL in all sites, while 63% of all measured N 2 O fluxes exceeded DL (Fig. 6) . In general, the lowest percentage of fluxes below DL was mainly observed during the autumn season, when the vegetation activity declines.
Data treatment
To approach the variability in data quality we labeled the resulting flux values with quality flags as indicated in Table 1 .
In total, >50% of N 2 O data in all the study sites did not need corrections and thus belonged to flag 0 (Fig. 7) . As for methane, we observed that the percentage of data needing further water vapor corrections (flags 1-3) was higher, particularly in BES712 and NIU2479 compared to BERT1276 and CAST1850 (Fig. 7) . This is most likely due to the fact that more measurement campaigns were conducted during the years 2012 and 2013 in BERT1276 and CAST1850 in comparison to BES712 and NIU2479 (for more details on the experimental design and the gas measurement campaigns see supplementary material). However for N 2 O, data needing further corrections (flags 1 and 2) in comparison to those belonging to flag 0 were relatively consistent among all the study sites (Fig. 7) . In addition to the flag differences according to the study sites, we also observed a temporal distribution of the flags where data corresponding to flags 1 and 2 occurred more in the year 2012 compared to 2013, and data belonging to flag 3 (very low fluxes mostly < DL) were more dominant in early or late vegetation period.
Results and discussion

Flux measurements with manual chamber and PAS
Several methods have been conducted in grasslands to measure GHG emissions; some use the eddy-covariance technique [e.g. 12, 13] and others use chambers [e.g. 14, 15] . We chose to use a combination of manual chambers and PAS analyzer, due to the great advantage of portability and multi-gas instantaneous measurements. A number of studies have already discussed methods and protocols for using manual chambers and PAS. Some studies considered PAS to perform reasonably well when compared with other methods for GHG concentration measurements [e.g. 6, 16] . However, the system is limited to detect N 2 O and CH 4 when their fluxes become too small at the sampling site, which was the case for 37% and 47% of our measurements of N 2 O and CH 4 , respectively. The rest of the fluxes were detectable and could be analyzed further (Fig. 7) . Several studies aiming to measure soil fluxes of methane and nitrous oxide tend to use non-transparent chambers and close them for as long as 40 min [e.g. 17, 18] . In our case, the vegetation presence in the chamber headspace made the closure time necessarily short (four minutes), similar to other studies using transparent chambers that chose a closure time of five [19] and three minutes [20] to avoid condensation. This short accumulation time was obviously limiting the capacity to detect the smaller fluxes, yet it allowed us to investigate and compare fluxes with and without vegetation, under light and dark conditions. Another possible reason for the low fluxes below detection limit may be the relatively large volume of the chamber used to cover the vegetation, which may have reduced the flux detection sensitivity [21, 22] .
Variability in data quality
It is clear that for the data belonging to flag 0, no further correction was needed and fluxes were above DL and were calculated with a good linear fit, however sticking to these data and discarding data of flags 1 and 2 would make us lose important information on the GHG fluxes. For instance, data in the flag 2 allow us to identify the periods with the highest flux peaks and those with the lowest fluxes. Also, data corresponding to flags 1 and 2 provide us with a larger pool of data and thus more information about the range and variability of the fluxes in these grassland ecosystems, along different altitudes and under different climatic conditions. However, we believe that data belonging to flag 3 shall be discarded because fluxes with a very low R-square (those with R 2 < 0.2) reflect a poor or nonlinear fit and thus fluxes are not reliable for further statistical analyses. The data quality levels do not vary randomly, but they seem to cluster around certain periods/ seasons and circumstances. For instance, more N 2 O and CH 4 data corresponding to flags 1 and 2 occurred in the year 2012 in comparison to 2013, and more data belonging to flag 3 (very low fluxes < DL) were dominant in early or late growth period. This can be attributed to the climatic conditions in these grasslands during these two periods, where more instability and fluctuations in terms of temperature and humidity usually occur. Also, the fact that more CH 4 data needing further corrections (flags 1 and 2; Fig. 7 ) were observed in BES712 and NIU2479 is most likely because: 1) less (BES712) or no gas measurements (NIU2479) were carried out in 2012 compared to the sites BERT1276 and CAST1850, and thus the sample size and the data pool are smaller; 2) NIU2479 is an alpine grassland where humidity and wind fluctuations are most likely to occur, thus affecting the water vapor and its influence on methane measurements with the PAS analyzer.
Reporting flux values below detection limit or discarding them remains controversial. While some studies consider the flux values below detection limit unreliable and jeopardized, particularly for statistical analyses because of the lack of a numerical result [23, 24] , others regard these data as valuable, and deleting them or substituting their values with a zero or a constant value may lead to undesirable errors and misinterpretations [25, 26] , especially because they provide an insight on individual measurements and contribute to a better interpretation of the set of environmental observations. We chose not to give a quantitative value to measurements under DL, but to acknowledge them as very small values that identify periods with low fluxes.
The PAS analyzer has recently received attention [e.g. 11,16] concerning a potential crossinterference between gases, which is not sufficiently taken into account by the default settings, especially in unstable field conditions. Indeed, the PAS shows stable readings in the laboratory and in Correction needed refers to whether the GHG concentrations required water vapor corrections post-measurements; good linear fit refers to whether the linear estimation of the GHG flux after a 4-min chamber closure has a good R-square value (>0.2) or not; above DL refers to whether GHG flux values are < or > detection limit values for each gas. Table 1 .
other stable environments such as farms and barns [27] [28] [29] but the environmental variability under field conditions in terms of temperature and humidity seems to compromise the precision of the measurements, in such a way that the baseline of the readings seems to drift in the field. For this reason, Rosenstock et al. [30] called for caution and reservation in its use. There are however studies that were able to take this into account [e.g. [31] [32] [33] or used corrections a posteriori [11] . In our study, the interference of water vapor with CH 4 was particularly obvious (Fig. 7) . Therefore, we minimized a posteriori its effect on the flux calculation, by removing the virtual flux of CH 4 created by the rising water vapor concentration during closure. Yet, it was impossible for us to fully get rid of this deviation in absolute numbers. However as the value of interest, in our case, is not the concentration of the gases per se, but the difference of concentrations in time -the flux-it is sufficient to consider the potential correction needed during a single flux measurement period, without being indispensable to correct completely the absolute concentration value. The technical limitations of the system, particularly in the case of CH 4 , lead us to the conclusion that the PAS may not be the optimal device to measure methane under unstable conditions, such as in high mountain grasslands where humidity fluctuations occur. Despite the above discussed technical limitations of the system, the combination of the PAS and the chamber technique allowed us to measure GHGs in remote mountain areas in the Pyrenees, where to our best knowledge data on GHG, particularly CH 4 and N 2 O, are scarce or even lacking. Once acknowledged the strength and weaknesses of the data, we advocate for the usability of such GHG flux measurements.
Overall, this method derives from a corpus of reviews on chamber-based measurements in the field, but is not following the recommendations where data of lower quality are discarded in order to achieve high data accuracy. Rather, we acknowledge that lower quality data enclose useful information that at least can be assessed in a qualitative manner.
